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Abstract: Current cochlear implant (CI) systems provide substantial benefits for patients with severe
hearing loss. However, they do not allow for 24/7 hearing, mainly due to the external parts that cannot
be worn in all everyday situations. One of the key missing parts for a totally implantable CI (TICI)
is the microphone, which thus far has not been implantable. The goal of the current project was to
develop a concept for a packaging technology for state-of-the-art microelectromechanical systems (MEMS)
microphones that record the liquid-borne sound inside the inner ear (cochlea) as a microphone signal
input for a TICI. The packaging concept incorporates requirements, such as biocompatibility, long-term
hermeticity, a high sensing performance and a form factor that allows sensing inside the human cochlea
and full integration into the existing CI electrode array. The present paper (1) describes the sensor
packaging concept and the corresponding numerical and experimental design verification process and
(2) gives insight into new engineering solutions for sensor packaging. Overall, a packaging concept was
developed that enables MEMS microphone technology to be used for a TICI system.
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hearing  loss. However,  they do not allow  for 24/7 hearing, mainly due  to  the external parts that 
cannot be worn in all everyday situations. One of the key missing parts for a totally implantable CI 
(TICI) is the microphone, which thus far has not been implantable. The goal of the current project 
was  to develop a concept  for a packaging  technology  for state‐of‐the‐art microelectromechanical 
systems (MEMS) microphones that record the liquid‐borne sound inside the inner ear (cochlea) as a 
microphone  signal  input  for  a TICI. The packaging  concept  incorporates  requirements,  such  as 
biocompatibility, long‐term hermeticity, a high sensing performance and a form factor that allows 
sensing  inside  the human  cochlea  and  full  integration  into  the  existing CI  electrode  array. The 
























ear  implants  (Esteem®,  Envoy Medical  Corporation, White  Bear  Lake, MN, USA  and  Carina™ 
Cochlear Ltd., Sydney, Australia)  [1–3]. The Esteem  system uses piezoelectric  technology  for  the 
acoustic sensor that detects the vibration of the middle ear ossicles. The system requires a complex 











would  suit  CI‐recipients  who  have  an  intact  middle  ear.  The  sound  recorded  by  the  ICAR 
incorporates the natural transformation and processing of sound by the outer and middle ear that is 
associated with directivity  cues  and amplification. Compared  to a  subcutaneous microphone, an 
ICAR supposed to be less sensitive to skin contact and direct mechanical impact An ICAR  that  is 








sensing  principles  (deformation,  displacement  and  resonance)  [10–12].  Proof‐of‐concept  studies 
could demonstrate the feasibility of sensing the intracochlear sound pressure in animal experiments 




We  aim  to develop  an  ICAR which  is  specifically designed  to meet  all  requirements  for  an 
implantable microphone and in particular, to enable its integration into the existing electrode array 
of  the CI. Our approach  is  to use  commercial high‐end microelectromechanical  systems  (MEMS) 
microphone (MEMS MIC) technology (capacitive or piezoelectric) which we install in a customized 
long‐term hermetic  titanium  enclosure,  to provide biocompatibility  and  to  enable  sensing  in  the 




A  first  non‐implantable  MEMS  Condenser  Microphone‐Based  ICAR  prototype  became  a 







verify  the  sensing  performance  of  the  proposed  ICAR  of  a  TICI  system.  The  study  comprised 








Simplicity  and  a  low  complication  rate of  surgical  intervention  are  important  criteria  in  the 
design process of implantable devices. Therefore, the ICAR is designed to be implanted into the scala 
tympani  (ST) of  the  inner ear as an  integral part of  the existing CI electrode. Such a TICI system 
requires only one point of surgical access and a similar surgical procedure as that already established 
for  existing  CI  systems.  Sensor  location  in  the  scala  vestibuli  (SV) would  be  beneficial  from  a 
















ear pressure gain(II)  in  the basal part of  the scala tympani  (ST)  from Nakajima et al., 2009  [8].  (b) 
Required sensing performance of the  intracochlear acoustic receiver (ICAR)  implanted  into the ST 
and expressed as a one‐third octave equivalent input noise level. The maximum allowable equivalent 
input noise of the ICAR is the sum of the 30 dB hearing level (HL) line and the outer and middle ear 





















CMICs)  that  are  based  on  the  capacitive  transduction  principle.  They  provide  the  best 
performance/size ratio, low power consumption and a very stable unit‐to‐unit performance [18,19]. 
MEMS  CMICs  optimized  for  the  hearing  aid market  (e.g.,  Puma‐Series,  Sonion  Inc.,  Roskilde, 
Denmark) measure only 8.2 mm3 (3.35 mm × 2.5 mm × 0.98 mm), provide a noise level (EIN) of 25 
dB(A) sound pressure level (SPL) and a battery drain of 31 μA at 1 V supply voltage. The microphone 
packaging contains  the MEMS chip  (motor) and  the corresponding application‐specific  integrated 
circuit  (ASIC)  unit,  providing  amplification  and  signal  conditioning  (Figure  2a).  Both  parts  are 
mounted on a  rigid printed  circuit board  (PCB) and enclosed with a metallic housing providing 
protection, electromagnetic interference (EMI) shielding and a reference chamber. The MEMS chip, 
















the  present  application  is  required.  In  the  following  description  of  the  packaging  concept, 
characteristic numbers are stated that are justified by theoretical and experimental studies discussed 
later in this text.  
The  basic  idea  of  the  present microphone  packaging  is  to  enclose  the MEMS  chip  and  the 
corresponding ASIC  in a biocompatible housing  that also  seals  the electronic devices against  the 
liquid environment. We presume a considerably  longer  lifetime of a MEMS CMIC protected by a 
long‐term hermetic enclosure than of a device in direct contact with surrounding conditions (particle 
contamination  and moisture).  To  enable  sound  energy  to  enter  the  packaging  structure,  a  thin 










Figure 3. Schematic  illustration of  the  implantable packaging structure protecting an off‐the‐shelf 
MEMS microphone (MEMS MIC) against body liquid and vice versa. The location of the individual 





intracochlear sound pressure  is as  far upstream as possible  in  the ST  [21,22]. Currently, pressure 
sensing approximately 5 mm upstream of the RW is foreseen. Positions further upstream are mainly 
restricted by  the narrowing  lumen and  the  increasing  curvature of  the  cochlea  channel  in  apical 
direction. For pressure sensing upstream of the RW, the PDs are installed within the tip region of a 
tube‐like structure,  inserted  into  the ST  through  the RW and attached  to  the pressure port of  the 
MEMS CMIC at the other end (Figure 3). This part of the packaging structure  is called the sound 
receptor (SR).  





ICAR  that  is  hermetically  encapsulated  requires  an  SPEQ  system  that works without  an  open 
interface  to  the  surroundings. One  possible  system which works  completely  passive  is  a  larger 
adaptive volume located in the mastoid (external part of the temporal bone) similar to the receiver‐
stimulator  unit  of  the CI  and  pneumatically  interconnected with  the microphone  housing  via  a 
flexible tubing (Section 2.5.3). For internal volume adaptation, large, highly compliant diaphragms 












thick parylene  film. Parylene  is biocompatible, has  excellent mechanical  and  electrical  insulation 
properties and can be applied pinhole‐free on any geometry as a sub‐micron protective film. Because 
of the low elastic compliance of parylene (Young’s modulus 4 GPa vs. 110 GPa of titanium), we do 


















expressed as  lumped parameters  representing  impedances of an equivalent electrical circuit. The 
sound pressure p (or force) is equivalent to the voltage and the volume flow q (or velocity) to the 
current of an electrical system. In the case of an ICAR, only sound at frequencies below 10 kHz is 







(ZPT,1) and compliance  (ZPT,2)  to  the system. The  last element represents  the unsealed MEMS MIC 
ZMEMS, which  is adapted with an SPEQ system  that  is  required as  soon  the MEMS MIC  is sealed 
(Appendix A, Figure A1, A2, Table A1). In addition, the pressure port of an unsealed MEMS MIC 










































the diaphragm and  the back plate of  the MEMS CMIC and udia,MEMS represents  the velocity of  the 
vibrating diaphragm.  




(3))  and  the LEM  circuit of  the unsealed MEMS CMIC,  as given  in References  [25,26]. All  input 
parameters  required  for  the  LEM  of  the MEMS CMIC,  such  as Vb,  dg  and  all  other  geometrical 
dimensions, are stated in Reference [13]. They were estimated from optical inspection of the device 




volume  (AV) was  created  to demonstrate  the  feasibility of  this design  concept. The main design 
assessment criterium is the size of the AV required to cover the specified operating pressure range 
from 700 mbar to 1200 mbar. The model considers a flat and a corrugated diaphragm pair suspended 










Figure 5. Schematic drawing of  the static pressure equalization  (SPEQ) system of an  intracochlear 
acoustic  receiver  (ICAR)  that  is  based  on  an  adaptive  volume  (AV)  consisting  of  a  stack  of  n 
diaphragm pairs suspended on a rigid support structure. 
𝑝௔௠௕𝐴 ൌ 𝐾ሺ𝑤௖ሻ𝑤௖ ൅ 𝑝௜ሺ𝑤௖ሻ𝐴  (4) 
Equation (4) represents the governing equation describing the equilibrium of forces acting on 
the diaphragm of  the AV. The  ambient pressure  is depicted by  pamb;  the  surface  area,  the  centre 
deflection and the mechanical stiffness of the diaphragm are represented by A, wc and K, respectively; 
and the internal pressure of the system is denoted by pi. 


















𝑝௜ሺ𝑤௖ሻ ൌ  𝑝௜,଴𝑉௜,଴𝑉௜ሺ𝑤௖ሻ  (7) 














From  Equation  (4),  it  is  obvious  that  a  full  equilibrium  between  the  ambient  and  internal 
pressure is only achievable at zero wc. As soon as the diaphragm starts to deflect, pi will start to deviate 
from pressure equilibrium and will reach maximum deviation at the highest wc. This is the operating 






















former  project  [30]  (Figure  6).  The  square  SCS  diaphragm was  1.8 mm  large,  7  μm  thick  and 
suspended on a 4.5 mm large and 0.4 mm high SCS support. The MEMS CMIC was recessed within 
the front part of a printed circuit board (PCB) carrying an amplifier and a power supply circuitry. 













experimental  validation  of  a  lumped  element model  (LEM)  representing  the  present  packaging 
concept for an MEMS MIC; assembly drawing with components and dimensions and (b) photograph 
of prototype.  
The  first prototype of  the  ICAR  enabled  testing of  the multi‐diaphragm  sensor  concept and 
validation of the LEM of the ICAR but it did not cover similar dimensions of relevant parts of the 










(Affinity  2.0,  Interacoustics  Inc., Middelfart, Denmark)  as  an  acoustic  test  chamber  and  a  data 
acquisition  unit  (USB‐6215,  National  Instruments,  Austin,  TX,  USA)  for  recording  of  the 














chamber  (anechoic  egg,  Type  4222,  Brüel  &  Kjaer,  Nairom,  Denmark)  that  provides  a  test 
environment  well  decoupled  from  surrounding  noise  and  mechanical  vibrations.  During 
measurement, the power supply of the ICAR prototype was switched on and a stepped frequency 
sweep  performed  according  to  the  procedure  mentioned  above  but  without  applying  acoustic 
stimulation. During data processing in Matlab, a band pass filter with one‐third octave bands and 
centre frequencies corresponding to the frequencies of the sweep was first applied on the acquired 




















the projector. The  separation distance  between  the  transducers  of  0.1 m was  chosen  so  that  cross 
interference between  the devices and  the measurement uncertainty due  to spatial variations  in  the 
pressure field were minimized. Each transducer was mounted at the end of a 1 m long carbon fibre tube 
and precisely arranged in a triangular configuration using an aluminium holder plate (Figure 7c). The 
whole  sensor  unit was  positioned  in  the  centre  of  the  tank  (immersion  depth  0.5 m). A  power 
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amplifier  (Type  2713,  Brüel & Kjaer, Nairom, Denmark)  and  a waveform  generator  (HP  33120, 
Hewlett Packard, Palo Alto, CA, USA) were used to drive the piezoelectric projector at high voltage 
levels  (<100 Vrms). For  signal averaging,  a pulse generator  (BNC Model 500, Berkeley Nucleonics 
Corp., San Rafael, CA, USA) was used as a trigger source to synchronize the sound source and the 
data acquisition (DAQ) unit (Figure 7a). For each frequency step, the gain of the power amplifier was 





of  the  ICAR  prototype  and  the  driving  signal  of  the  projector  (voltage  divider  10:1).  For  data 
acquisition, a DAQ unit  (USB‐6215, National Instruments, Austin, TX, USA) controlled by Matlab 
was  used.  The  data  were  sampled  with  83  kHz  for  0.15  s  and  averaged  over  30  subsequent 
measurements per frequency step. Data were collected in one‐third octave band steps between 125 
Hz and 10 kHz. A pressure controller (PACE 5000, GE Druck Ltd., Leicester, UK) was used to adapt 
the  internal  pressure  of  the  hydrophone  submerged  in  the  water  tank  to  the  corresponding 
hydrostatic pressure. The hydrostatic pressure was determined by measuring the depth of immersion 
of the sensor H and by the hydrostatic equation ρgH, where ρ denotes the density of water and g is 
the  gravitational  acceleration.  The  back  pressure  was  adjusted  to  the  specific  value  prior  the 
measurement and kept constant within ±20 Pa during measurement. 
The anechoic water tank is not sufficiently soundproofed to allow reliable characterization of the 






























Figure 9.  (a). CAD drawing  showing  the  three‐layer design of  the  sound  receptor  (SR)  structure, 
including the geometry of the individual layers. (b) The tip region of the bare SR structure fabricated 
by photo‐chemical etching and diffusion bonding. (c) SR structures after cavity filling with QPAC 40.  
A novel  fabrication process was developed  for PD  fabrication on  the bare SR structures. The 




















interface between  the MEMS  chip and  the ASIC.  In  addition,  the FCB  integrates a 100 mm  long 








The  first  packaging  trial  confirmed  the  feasibility  of  this  novel  solution  for  MEMS  MIC 
packaging  in  a  cylindrical  housing. However,  noise measurements  (procedure  cf.  Section  2.4.2) 
revealed an equivalent input noise that was averaged over the considered frequency range, 10 dB 
higher compared to the reference device  in commercial packaging. It  is presumed that the altered 










location  for  the  structure carrying  the adaptive volume  (AV) of  the SPEQ  system. Such a design 
configuration is illustrated in Figure 11 and discussed in the subsequent paragraph. However, the 






system which  is based on an adaptive volume (AV) structure  integrated  in the stimulator‐receiver 
unit of the cochlear implant (CI) system. (b) Zoomed view onto the interior of the AV structure. The 
colours indicate the two parts of the pneumatic system. Green is the hermetic part connected to the 
receiver  and yellow  the non‐hermetic part  connected  to  the  ambience over  the  ring  channel  (see 
legend).  (c) The CI  system  (Type Nucleus CI512 Cochlear Ltd.,  Sydney, Australia) with  relevant 
dimensions. Red  colour  indicates  the  receiver‐stimulator unit of  the CI, which  is  foreseen  for  the 
integration of the AV of the SPEQ system. 
The AV is integrated into a titanium structure (TS) with coin‐like geometry with a diameter of 


























four PDs  and  the unsealed microphone with  and without  an  additional pressure port  for  SPEQ 









system  (Appendix  A,  Figure  1–2,  Table  A1)  seems  to  accurately  predict  the  modified  sensing 
behaviour  of  the MEMS  CMIC  at  frequencies  below  10  kHz.  Since  no  experimental  data were 
available for frequencies above 10 kHz, the second resonance peak, which appears in the model data 
above 10 kHz,  could not be  confirmed by  the experiment. A  satisfactory agreement between  the 
model and experiment was also achieved for the microphone sealed with different numbers of PDs. 
The sensitivity of the device well below resonance operation can be predicted with an accuracy lower 
than  ±3 dB. This  accuracy  is within  the measurement uncertainty of  the  audiometer. Within  the 
resonance operation, the model provides a sensitivity  that shows  larger variation with  frequency, 
which  is a behaviour  that cannot be  fully reproduced by  the experiment. The deviation might be 














protective  diaphragms  (PDs)  and  operating  in  air. Markers:  experiment,  lines:  analytical model 
(LEM). For comparison, the frequency response of the unsealed device equipped with and without 
(unmodified) a pressure port  for static pressure equalization  (SPEQ)  is also shown. (b) Frequency 
response of the MEMS condenser microphone (MEMS CMIC) sealed with four PDs operating in water 
and  in  air.  In  addition,  the  frequency  response  of  a  sealed microphone  that  experiences  the  full 
hydrostatic pressure at a 0.5 m insertion depth is shown (pload = 4415 Pa).  
Figure  12b  clearly  illustrates  that  the  ICAR  prototype  operating  in water  shows  the  same 















An LEM  study was  conducted  to define all  relevant dimensions of an  ICAR  that meets  the 
performance and size requirements defined for a TICI system. From the frequency response of the 















Figure  13.  (a)  Predicted  (LEM)  one‐third  octave  equivalent  noise  pressure  of  the  proposed 
intracochlear  acoustic  receiver  (ICAR)  with  one  and  (b)  four  protective  diaphragms  (PDs)  and 
equipped with the ADMP504 MEMS microphone. The sensor performance is compared with the noise 
requirements  for an  implant  inserted  in  the scala  tympani  (ST). The dashed areas reflect potential 
deviations in intracochlear sound pressure caused by round window (RW) reinforcement (doubled 
RW  stiffness) and  sensor  input  impedance  (third window effect). The experimentally determined 
noise characteristics of the ADMP504 microphone in an unsealed and sealed configuration (operating 














LEM  of  the  cochlea  was  complemented  with  the  acoustic  impedance  representing  the  ICAR 
(Appendix B, Figure A3, Table A6). The tolerable noise level of an ICAR if both effects are considered 














The performance of  an SPEQ  system which  is based on  a passive  adaptive volume  (AV)  is 
verified by theoretical means (Section 2.3.2). Figure 14 depicts the performance of an SPEQ system 
















































an  LEM was  created  that  incorporates  the  packaging  concept with multiple  PDs.  Experimental 


















two  parts  of  the MEMS  CMIC.  The  first  assembly  trials  confirmed  the  feasibility  of  this  novel 
encapsulation technology for MEMS MICs.  
A novel fabrication process has been presented that allows the integration of 1 micron thick and 
sub‐millimetre  large  Ti  diaphragms  on  a  tube‐like  Ti  support  structure  representing  the  sound 
receptor of the ICAR. The process separates the fabrication of the 3D support structure and the Ti 
PDs,  which  enables  the  use  of  commercial  Ti  fabrication  technology  (photo‐chemical  etching, 
diffusion bonding)  for manufacturing  the support structure. The PDs are  fabricated based on DC 
magnetron sputtering of Ti on a low‐temperature decomposable polymer that serves as sacrificial 









conducted  in parallel.  It will  include  the  fabrication of a  large‐scale model of  the SPEQ design  to 
confirm  the  theoretical model  and  a  full‐scale  dummy model  to  evaluate  and  optimize  system 
integration. 
5. Patents 
























Figure A1.  Input parameters  in mm of  the  lumped element model  (LEM) characterizing only  the 











(SPEQ)  required as  soon  the microphone  is sealed  (red highlighted  circuit). The black part of  the 
circuit  represents a standard LEM of an MEMS CMIC, as given  in References  [25,26]. Zr: acoustic 













𝐶௕௣௖ ൌ 𝑉௜௖𝜌𝑐ଶ                        𝑉௜௖ ൌ 𝑙௜௖𝑏௜௖ℎ௜௖ Cbpc: acoustic compliance of the cavity Vic [m4s2/kg].  (A22) 




Table A2. Definition  of matrix Z  and  vector  p  representing  a  system  of  linear  equations, which 
describes  the  lumped  element  model  (LEM)  of  the  microphone  sealed  with  four  protective 
diaphragms. 
Z = 
nm  1  2  3  4  5  6  7  8 
1  Z1  −Z2  0  0  Z5  −Z6  0  0 
2  Z1  0  −Z3  0  Z5  0  −Z7  0 
3  Z1  0  0  −Z4  Z5  0  0  −Z8 
4  −Z9  0  0  0  (Z5 + Z9 + ZMEMS)  ZMEMS  ZMEMS  ZMEMS 
5  0  −Z10  0  0  ZMEMS  (Z6 + Z10 + ZMEMS)  ZMEMS  ZMEMS 
6  0  0  −Z11  0  ZMEMS  ZMEMS  (Z7 + Z11 + ZMEMS)  ZMEMS 
7  0  0  0  −Z12  ZMEMS  ZMEMS  ZMEMS  (Z8 + Z12 + ZMEMS) 
8  (Z1 + Z9)  0  0  0  −Z9  0  0  0 






𝑅௥ ൌ 𝜋4 𝜌𝑐𝑘
ଶ𝑟௣ସ Rr: radiation resistance [kg/s]  (A1) 
𝑋௥ ൌ 1.9𝜔𝜌𝑟௣ଷ Xr: acoustic radiation mass (reactance) [kg/s]  (A2) 
𝑍௥ ൌ 1𝐴ௗ,௣ଶ ሺ𝑅௥ ൅ i𝑋௥ሻ Zr: acoustic radiation impedance [kg/s/m
4]  (A3) 
Model for the acoustic impedance of the protective, square diaphragm Zd,p [kg/s/m4] 

















𝑚ௗ,௣ ൌ 1𝐶ௗ,௣ሺ2𝜋𝑓௥ሻଶ md,p: equivalent mass of the diaphragm [kg]  (A6) 




























𝑅௔ ൌ 8 𝜇𝑙௣௦𝜋𝑟௣௦ସ  
Ra: acoustic resistance of a pipe with a very small diameter 
[kg/s/m4]  (A12) 
𝑍௣௦ ൌ 𝑅௔ ൅ i𝜔𝑚௔௘ Zps: dissipative and reactive component of the impedance representing the pneumatic system [kg/s/m4].  (A13) 
𝐶௣௦ ൌ 𝑉௣௦𝜌𝑐ଶ Cps: compliance of the pneumatic system [kg/s/m4]  (A14) 
𝑉௣௦ ൌ 𝐴ௗ,௣ℎ௖ ൅ 𝐴௣௦𝑙௣௦ ൅ 𝑉௔ௗௗ Vps: volume of the pneumatic system [m3]  (A15) 
𝑉௔ௗௗ ൌ 4൫𝑟௣௦ଶ 𝜋𝑙௣௦൯ ൅ ൫𝑟௣௦,௔ௗௗଶ 𝜋𝑙௣௦,௔ௗௗ൯ ൅ 𝑉ொெௌ Vadd: additional volume of the pneumatic system independent of the number of protective diaphragm (PDs).  (A16) 
𝑍ହ,଺,଻,଼ ൌ 𝑍௣௦   (A17) 


























with an  intracochlear acoustic  receiver  (ICAR)  implanted  in  the  scala  tympani. Zc:  cochlear  input 












Follows from Equation (A23) and    𝑃௦ ൌ 𝑝௦௩𝑞௦௧௔௣ and  𝑝௦௩ ൌ
𝑍௖𝑞௦௧௔௣  (A24) 
𝑝௦௧ଵ ൌ 𝑝௦௩ଵ ௓ೝೢ௓೎భ  and 𝑝௦௧ଶ ൌ 𝑝௦௩ଶ
௓ೝೢ,ೞ
௓೎మ  with 
 𝑍௥௪,௦ ൌ ௓ೝೢ௓ೞ௓ೝೢା௓ೞ 
Follows from equivalent electrical circuit (Figure A3)  (A25) 




௓೎మ with 𝑍௖ଵ ൌ 𝑍ௗ௜௙௙ ൅
𝑍௥௪ and  𝑍௖ଶ ൌ 𝑍ௗ௜௙௙ ൅ 𝑍௥௪,௦ 
Follows from Equations (A24) and (A25)  (A26) 
To estimate the loss in tympani pressure pst caused by the implant, a constant sound power Ps 










resistance). For Zrw modification only  the  compliance wasvaried, whereas  the viscous  losses  and 
inertia were kept constant.  
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